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ABSTRACT 

In measuring the figure error of an aspheric optic using a null lens, the wavefront contribution from the null lens must be 
independently and accurately characterized in order to isolate the optical performance of the aspheric optic alone. 
Various techniques can be used to characterize such a null lens, including interferometry, profilometry and image-based 
methods. Only image-based methods, such as phase retrieval, can measure the null-lens wavefront in situ - in single- 
pass, and at the same conjugates and in the same alignment state in which the null lens will ultimately be used - with no 
additional optical components. Due to the intended purpose of a null lens (e.g., to null a large aspheric wavefront with a 
near-equal-but-opposite spherical wavefront), characterizing a null-lens wavefront presents several challenges to image- 
based phase retrieval: Large wavefront slopes and high -dynamic-range data decrease the capture range of phase-retrieval 
algorithms, increase the requirements on the fidelity of the forward model of the optical system, and make it difficult to 
extract diagnostic information (e.g., the system F/#) from the image data. In this paper, we present a study of these 
effects on phase-retrieval algorithms in the context of a null lens used in component development for the Climate 
Absolute Radiance and Reff activity Observatory (CLARREO) mission. Approaches for mitigation are also discussed. 
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1. INTRODUCTION 


1.1 CLARREO 

The Climate Absolute Radiance and Refractivity Observatory (CLARREO) 1 is a mission developed by NASA and 
partner organizations for a future climate observing system. In support of the CLARREO mission, NASA’s Goddard 
Space Flight Center (GSFC) has designed and built an all-aluminum imaging spectrometer called the "Solar, Lunar for 
Absolute Reflectance Imaging Spectroradiometer" (SOLARIS). The SOLARIS instrument is a science demonstration 
unit that will be used to evaluate the feasibility of achieving the 0.3% radiometric measurement accuracies required for 
the CLARREO mission. 

The design of the SOLARIS instrument is a three-mirror telescope (TMT) imager in series with an Offrier 
spectrometer. Figure 1 shows the optical layout of the design. The instrument has a 10° field-of-view and operates in the 
wavelength band from 320 nm to 2.3 /an. Each optical surface was manufactured by a diamond-turning process, 
resulting in a figure accuracy of 0.05 waves RMS and a surface finish of 20 A. The TMT uses two aspheric surfaces — 
one a hyperboloid and the other an oblate spheroid. 

Two independent computer-generated holograms (CGHs) were used to measure the optical figure error of the 
two aspheres after diamond turning. A Hindle sphere test and a null-lens test were also performed as crosschecks to the 
CGH tests. It is important to realize that both the CGH tests and null-lens test measure a wavefront that is a composite 
of the test-hardware wavefront and that of the system under test. It is critical that the CGH and the null lens are 
accurately characterized so that their contribution to the measured wavefront can be removed. It is the characterization 
of the null lens with image-based phase retrieval that is the focus of this paper. 
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Figure 1 - The CLARREO SOLARIS Instrument, consisting of a three-mirror telescope and 
O finer spectrometer in series. 


1.2 Null lens design 

Null lenses are used to test the figure of an asphere during optical fabrication. They must be custom designed to null the 
reflected or transmitted wavefront of the aspheric optic under test. For high-numerical-aperture aspheric optics, the 
design of the null lens becomes more complex, often requiring two or more custom optical components to be precision- 
aligned to one another, as well as to a reference source and the aspheric surface under test. Using catalog, off-the-shelf 
(COTS) lenses, it is possible to design multi-element null lenses that are capable of measuring the figure error of off-axis 
aspheric optical elements with speeds greater than F/l. Using COTS lenses offers a technically viable, time efficient, 
and cost effective setup for asphere metrology. 

Prior to assembling the null lens, the radius, figure, and thickness of each COTS lens were measured. Lens 
spacers were custom designed to compensate for the manufacturing errors present in each lens and the lens clocking was 
optimized to reduce wavefront error in the final null-lens test configuration. 



Figure 2 - Asphere metrology test setup. An interferometer provides a diverging spherical beam that the null 
lens corrects to match the asphere being tested. 


Figure 2 shows the optical layout of the null-lens test used to measure the figure error of the oblate spheroid in 
the SOLARIS instrument. Alignment of the null-lens test was accomplished by first aligning the null lens to the 
interferometer source. Since the first surface of the null lens is concentric about the interferometer source, the ghost of 
the first surface was used to align the null lens to the interferometer optically. This ghost fringe does not impact the 
asphere figure measurement, because the intensities between the glass lens reflection and the metal mirror reflection are 


significantly different. After the null lens has been aligned to the interferometer, the asphere is aligned to the null lens 
using a metering structure. 


1.3 Null lens test using phase retrieval 

Phase retrieval (also called image-based wavefront sensing) is a method for determining the wavefront of an optical 
element or system. Unlike other techniques for characterizing optical wavefronts (such as using an interferometer or a 
Shack-Hartmann wavefront sensor), phase retrieval can test an optical system with minimal additional opto-mechanical 
hardware — light can pass through the optical system in its as-used configuration and images can be recorded using the 
system’s own detector 2 . 

The primary data used by phase retrieval to determine the optical wavefront is a set of images collected using 
the optical system under test. Rather than simply recording the same image repeatedly (which would serve to reduce the 
signal-to-noise ratio), it is preferred to take a set of diverse images — with some aspect of the test setup varied 
systematically between images. In the null-lens qualification described in the present paper, defocus diversity was 
implemented; images were taken having different amounts of defocus by scanning the detector along the optical axis in 
5-mm increments between recorded images. 

The phase-retrieval process requires an accurate forward model that describes the propagation of light through 
the optical system and its detection at the focal plane. Details about the optical system — including the spectrum of the 
illumination, the intensity profile of the beam, the speed of the beam at the detector, the geometry of the pupil stop, the 
detector pixel size, and the noise characteristics of the detector — contribute to an accurate forward model. Broadly 
speaking, the better the knowledge of these parameters & details, the smaller the uncertainty in the wavefront that is 
estimated by phase retrieval. There is typically some level of uncertainty in all of these parameters an in other aspects of 
the test setup, however the phase-retrieval process can usually reduce the uncertainty in these parameters in the course of 
recovering the system’s wavefront. 

There are two key advantages to using phase retrieval to qualify the null lens: 

• Traditional interferometric tests require a retroreflector to retrace the path through the test optic, creating a 
double-pass test of the lens. Double-pass tests are prone to retrace errors (where the first pass and second pass 
do not take identical paths through the lens). Phase retrieval does not require a retroreflector and performs a 
single-pass test of the lens, eliminating retrace errors as well as wavefront contributions from the retroreflector. 

• The null lens can be tested in situ , using the same conjugate and alignment as in actual use. Although the 
systematic errors introduced by off-conjugate testing can largely be modeled and the results corrected, the 
uncertainties in inter-element distances and in indexes of refraction can propagate to an unnecessarily large final 
uncertainty in the optical wavefront. The null lens tested here has many waves departure from a reference 
spherical wavefront and that wavefront is sensitive to its orientation with the rest of the optical system, so 
qualifying it in situ is critical to determining if the null lens was manufactured to within its tight wavefront 
budget. 

There are also two disadvantages to using phase retrieval to qualify the null lens: 

• The null lens has multiple waves of wavefront departure and also has a large wavefront slope across the optical 
system's exit pupil. The large wavefront departure leads to large images formed on the detector, spanning 
hundreds of detector pixels in each direction, even at best focus. The large wavefront slope further requires that 
the phase-retrieval simulations be performed using a high-resolution model of the optical system's exit pupil. 
Both of these issues require large amounts of computer memory to be used to perform the phase retrievals, 
increasing the amount of time required to manipulate the large datasets and estimate wavefront. Note that large 
wavefront error can lead to challenges in phase retrieval that are analogous to the problems of high fringe 
density in interferometry 3 . 

• The null lens creates a relatively fast beam (~F/7), making the system sensitive to the orientation of the light 
source relative to the null lens, and sensitive to the orientation of the null lens relative to the detector. The small 
placement uncertainties in aligning the optical system and test set-up (typically < l mm) are still large enough to 
compromise the fidelity of the forward model used in phase retrieval. 



1.4 Outline of the Paper 


In Section 2, we present an overview of the phase-retrieval process and what is typically required for an accurate 
estimation of a system’s wavefront. Section 3 describes the specific challenges that testing the SOLARIS TMT null lens 
presents to the phase-retrieval process, and how those challenges dictated our approach to estimating the wavefront. In 
Section 4 we describe the test setup and show example data. In Section 5 we present phase-retrieval results and conclude 
in Section 6. 


2. IMAGE-BASED PHASE RETRIEVAL 


2.1 Overview 

The phase retrieval process uses computer simulations of light traveling through the optical system and arriving at the 
light detector (as described by the forward model), and the computer algorithm determines the optical wavefront that is 
most consistent with the set of diverse images recorded by the detector. There are two general categories of phase- 
retrieval algorithms: In iterative-transform algorithms (based on the Misell-Gerchberg-Saxton algorithm) 4 , light is 
simulated traveling back and forth through the optical system — from the exit pupil of the optical system to the light 
detector, and then backwards from the detector to the exit pupil — repeatedly until the algorithm converges. At each 
destination (first at the detector, and then at the exit pupil), the amplitude of the light field is replaced with data from 
optical models or measurements while leaving the phase (the wavefront) untouched 5 . In non-linear optimization 
algorithms, only the forward propagation (from the exit pupil to the detector) is simulated, and then the images predicted 
by the simulation are compared to the measured images using a scalar metric, often based on a normalized root-mean- 
squared error between simulation and measurements. The scalar metric is minimized with respect to the wavefront in the 
exi: pupil 6,7 . Both algorithm approaches were applied to qualifying the SOLARIS null lens. 

The forward model used in this phase-retrieval study propagates the electric field using a two-step process: 

• Light is propagated a distance z, from the null-lens pupil (having diameter Z>) to the location in image space of 
"best focus," here defined as where the defocus component of the optical wavefront vanishes. This propagation 
is implemented using the Fresnel approximation to the integral (propagator) solutions to the Helmholtz wave 
equation 8 . 

• Light is then propagated from "best focus" to by a distance Sz to reach the nearest plane of measured data using 
the angular spectrum (plane wave) representation of the field. From here, the light is again propagated using the 
angular spectrum method by various distances, Az*, to the locations where the detector was placed to record 
images 8 . 

A schematic of this two-step process is shown in Figure 3. 
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Figure 3 - The two-step propagation technique. A Fresnel propagation takes the field in the pupil of the optical system to focal plane 
of the system (dotted line). From there, an angular spectrum method is used to propagate the field about the nominal focal plane to the 
various measurement planes (solid lines). First, a small corrective step, Sz, is taken to propagate the best-focus field to the nearest 
measurement plane. Then, the field is propagated to the desired measurement plane by a distance Az*. 



An important consideration in designing a phase-retrieval measurement and in simulating the forward model is 
the sampling of the light intensity by the light detector. The sampling ratio Q is defined by 



where A is the wavelength of light, Ft# is the ratio of the distance of propagation, z, to focus to the pupil diameter, D, and 
Am is the spacing of detector pixels. A sampling ratio of Q — 2 represents a critically sampled light intensity, in the sense 
of the Nyquist Sampling Theorem. 

In our experimental set-up, described below, the wavelength A, the pixel spacing Am, and the pupil diameter D 
are well known, but the propagation distance z is sensitive to the null-lens alignment along the optical axis. Our initial 
uncertainty in this propagation distance z maps to a corresponding uncertainty in the sampling ratio Q . As discussed 
below, this uncertainty in z and Q proved to be one of the challenges of determining the null-lens wavefront. 

2.2 Methods for Improving Uncertainties 

Although the method used to determine the null-lens wavefront is commonly called "phase retrieval, 1 ' it is also a 
framework for retrieving — estimating, or improving our knowledge of the values and uncertainties — other aspects that 
describe the optical system. The key additional retrievals considered in the present study are discussed below: 

Detector-position uncertainty : The two-step forward model described above was designed to determine the 
optical wavefront in the plane of zero defocus. If the phase-retrieval algorithm retrieves Zemike defocus in the optical 
system wavefront, it is a signal that the distances, Az*, along the optical axis (where the detector was placed) are not 
accurate. Knowledge of these distances can be improved by directly optimizing their values in nonlinear optimization, 
or by using the sensed defocus in a "feedback loop". The defocus coefficient of fringe Zemike Z 4 and the position 
correction Az are paraxially related by: 


Z 4 = — P i&Z r (2) 

16 z(z + Azj 

Sampling ratio Q\ Images formed from hard-edged pupils have a sharp cutoff in their spatial frequencies. This 
fact can be used to determine the sampling by examining the spatial frequencies of the images, using the modulation 
transfer function (MTF). Techniques have been developed to improve knowledge of Q during phase retrieval 9,10 . 

Intensity profile of the beam : The light profile in the optical system's pupil can also be estimated by allowing 
both the amplitude and the phase to be optimized during retrieval 7,11,12 . 

Broadly speaking, in order to meaningfully retrieve multiple aspects of the optical system, the diverse set of 
images used must be large and diverse enough to allow for sensing of all of these different quantities. In short, this is 
why numerous diverse images are desired as input to the retrieval process. 


3. CHALLENGES OF TESTING THE NULL LENS 


3.1 Optical Model 

It is common to use an optical model (describing the optical system being tested) both to design the phase-retrieval test 
itself and to provide first estimates for the parameters needed in the forward model. Such an optical model of the phase- 
retrieval test of the SOLARIS null lens was developed using Radiant Zemax's Zemax software 13 . The optical model 
stared with the nominal design of the three-element null lens, and then as-fabricated surfaces were added by 
incorporating interferometric measurements of surface wavefronts into the model using a Zemike-polynomial fit to 
metrology data. 

The model predicts that the F/# at the detector is approximately 7.3. In testing the null lens at a wavelength of 
632.8 nm, using a detector with 2.2 //m-square pixels, the sampling ratio is Q = 2.09. 



The model predicts that the null lens should have -7.23 waves of 3 rd order spherical aberration, the dominant aberration 
of the lens used at this conjugate. Although it is the job of the phase-retrieval algorithm to find the wavefront most 
consistent with the measured image data, the method is most successful if you have a starting estimate of the wavefront 
that is accurate to ~1 wave (PV), so this model prediction was used as a starting point for analysis. 

The large amount of spherical aberration led to two challenges in bridging between the optical model and the 
measured data in order to get good estimates of parameters for phase retrieval: 

First, the optical model predicts that the wavefront from the null lens is sensitive to the distance between the 
transmission sphere and the front of the null lens (see Figure 6), a distance that could only be measured to ~1 mm. This 
sensitivity made it challenging to predict a good estimate of the 3 rd order spherical aberration. 

Second (although coupled to the first point above), optical systems with large spherical aberration have several 
distinct locations of "best focus" , including paraxial best focus, zero defocus position, and smallest RMS spot size, that 
are almost coincident in systems with more modest wavefront errors. It is hard to use the optical model to accurately 
estimate the propagation distance z needed in the forward model, and this distance doesn't have a clear "signal" so that it 
can be determined experimentally by monitoring image characteristics in different locations of the detector. 

The Zemax optical model was also used to simulate the data we expected to measure in the laboratory 
experiment, and that exercise uncovered two other unanticipated issues that further compounded the analysis difficulties: 
First, this large amount of spherical aberration leads to high- dynamic -range images near best focus (see Figure 
4). That is, the light intensity falls off away from the center of the PSF rapidly, and the rings of the PSF are 2.5 orders- 
of-magnitude more dim than the core. Since detector measurements are converted into digital information (having a 12- 
bit range for the detector used in this experiment), this issue makes it challenging to have the entire image be unsaturated 
and have a good signal-to-noise ratio (SNR). From this modeling, we decided to take two different types of images for 
each defocus-diversity measurement — one that properly exposes the center of the PSF and thus under-exposes the 
wings, and one that saturates the center and properly exposes the wings. 



Figure 4 - Illustration of high dynamic range in a simulated PSF. On the right is a log-scale plot of a slice across 
the PSF. The rings of the PSF are 2.5 orders-of-magnitude less intense than the peak. 

Second, this amount of spherical aberration also leads to high-dynamic -range features in the MTFs of the 
images. Recall that MTFs of images formed from hard-edged pupils show a sharp cut-off at a maximum spatial 
frequency, and estimating this cut-off in measured images is a powerful tool in refining knowledge of the optical 
system's F7# (and thus the sampling ratio Q) at the detector. The Zemax models predicts that these high-spherical- 
aberration images look like they have a cut-off at one frequency (see Figure 5(a)) but when using a larger amount of 
logarithmic stretching, it becomes clear that the true cut-off appears at higher spatial frequencies (see Figure 5(b)). Our 
concern was that this true cut-off would be hard to discern, in measured data, even with good image SNR, and that the 
use of the MTF to estimate the F 1 /# would be less effective than it is in lower-aberration systems. 



Figure 5 - Illustration of the high-dynamic range in the MTF of simulated data. In (a), an initial stretching of the MTF masks the faint 
outer ring that is seen in (b) after further stretching, hiding the true cutoff frequency of the optical system. For real, noisy data, this 
outer ring may be hidden in noise, making estimation of the sampling Q and system F/# difficult. 


3.2 Quadratic Optical Model & Grid Search 

The two-step propagation technique described in Section 2.1 requires three quantities to accurately take the field in the 
pupil of the system to each of the measurement planes: the propagation distance, z, the data offset, Sz t and the defocus 
plane separation, A z* (see Figure 3). It is important to note that the propagation distance also determines the F/#, and 
therefore the sampling Q of the data via Eq. (1). 

The stage that was used to move the camera through focus is accurate to within a few microns, implying that the 
plane separation, Az*, is comparatively well known. The uncertainty in the propagation distance and the data offset, 
however, is linked to an uncertainty in two separate distances in the optical setup. As described in Section 4, the distance 
between the transmission sphere and the null lens and the distance between the null lens and the detector plane both have 
errors on the order of ±1 mm. The optical model indicates that such errors can change the propagation distance by -20% 
and the magnitude of the predicted wavefront by - 8 % — enough to push the phase-retrieval algorithm outside of its 
capture range. 

A grid search was performed to help refine the prior knowledge of z and Sz. For a given distance, z, the 
wavefront was propagated using the Fresnel propagator with the appropriate sampling Q. The resulting field was then 
propagated using the angular spectrum technique by the offset distance, Sz , to correspond to one of the measurement 
planes, which we will arbitrarily call the “best- focus” plane. This is the measurement plane that most closely 
corresponds to having zero defocus in the pupil of the optical system. From the best-focus plane, the field was 
propagated using the angular-spectrum method by distances in increments of ±A z k to reach the other measurement planes. 
In each plane, the normalized root-mean-squared-error (NRMSE) was computed between the simulated PSF and the 
measured PSF using a metric that insensitive to bias, gain and translation 14,15 . A range of values of z and Sz was 
evaluated to find the optimal values that simultaneously minimized the NRMSE in all of the measurement planes. 

One additional quantity is required to complete this process: the wavefront to be propagated. Indeed, that is the 
very quantity that the entire experiment seeks to determine. For the purposes of this grid search, though, a reasonably 
good approximation to the wavefront will suffice. The optical model predicts that, by far, the two dominant terms in the 
wavefront are 3 rd and 5 th order spherical aberration (Z9 and Z\s in the Fringe Zemike ordering, respectively), and values 
of these coefficients are dependent on the distance between the transmission sphere and the null lens, z m . 

To mitigate this effect, the optical model was queried with different values of z tn and the resulting propagation 
distance and 3 rd and 5 th order spherical aberration values were recorded. A quadratic least squares fit was performed to 
determine an empirical relationship between each of the aberration terms and the propagation distance. Thus, as the 
propagation distance was varied during the grid search, an estimate of the wavefront in the pupil consisting only of 3 rd 
and 5 th order spherical was generated. 

Ultimately, the optimal values for z and Sz t and the corresponding coefficients for Z 9 and Z\$ were then used as 
the starting point for the phase-retrieval algorithm. 



4. DATA COLLECTION 

4.1 Test Setup 

Re:all that Figure 2 shows the optical design of how the null lens will be used to test the oblate spheroid of the SOLARIS 
system. Figure 6 shows the optical design of how the phase-retrieval data was collected to test the null lens itself. 

Transmission 

Sphere 



Figure 6 - Phase retrieval test setup for characterizing the null lens. An F/1.5 transmission sphere provides a converging spherical 
beam to the null lens. The detector is swept through a range the spans paraxial best-focus to marginal best-focus. Note that the 
transmission sphere is the stop of the system and therefore is also the entrance pupil. 

An interferometer fitted with an F/1.5 transmission sphere provides a converging beam to the null lens. A 
refection from a buried surface in the null lens was used to help align the null lens to the interferometer by minimizing 
the number of fringes as viewed by the interferometer. 

The detector is swept along the optical axis in 5-ram increments, over a range that approximately spans the 
distance between paraxial best focus and marginal best focus. Figure 7 shows a photo of the actual setup. 



Figure 7 - Photo of the test setup. The transmission sphere (a) provides a converging spherical beam to the null 
lens being tested (b). A thin, Wratten ND filter (c) is used to reduce the intensity of the beam before it is detected 

by the camera (d). 



4.2 Example Data 


Figure 8 shows the measured PSFs in each plane. Figure 9 shows the MTF that corresponds to each measurement plane. 
Note that the faint cutoff that is seen in the simulated MTFs is not seen in the measured data, implying that one might 
infer the wrong sampling Q from the data. 



Figure 8 The measured PSFs The left-most image was collected at approx innately paraxial best focus The right-most 
image was collected at approximately marginal best focuiL The distance between each data plane ia 5 mm. 



Figure 9 - The MTFs computed from the measured PSFs. Note that the fainter outer edge of the cutoff seen in 

Figure 5 is not visible here. 


5. RESULTS 

Figure 10 shows the retrieved PSFs, and reports the value of the NRMSE for each one. 



0.0444 0.1185 0.1958 0.2668 0.2728 0.2317 0.2098 

Figure 10 - The retrieved PSFs. The NRMSE between the retrieved and measured PSF is also reported for each plane. 
Figure 1 1 shows the estimated wavefront in the pupil of the system. The total RMS wavefront error is 2. 1 ju m. 
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Figure 12(a) shows the predicted wavefront from the Zemax model, and Figure 12(b) shows the difference between the 
estimated and predicted wavefronts. This difference has an RMS value of 51 nm, after the dominant aberration terms of 
focus, 3 rd and 5’ h order spherical are removed. 



Figure 1 1 - The estimated wavefront. The RMS value is 2.1 
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Figure 12 - (a) The wavefront predicted by the optical model in Zemax. (b) The difference between estimated wavefront and the 

predicted wavefront. The RMS difference is 50 nm. 

6. CONCLUSION 

We presented here the results of an effort to characterize a null lens using image-based phase retrieval. The null lens was 
design as a back-up test to one of the two aspheric mirrors in the SOLARIS instrument. 

Several unanticipated challenges presented themselves during the course of the effort, including a large 
uncertainty in some of the basic first-order optical properties that are required to generate an accurate forward model for 
the phase-retrieval algorithm. Furthermore, the large amount of spherical aberration present in the system lead to a high 
dynamic range in both the collected data PSFs and the computed MTFs, limiting the ability to estimate the unknown 
optical properties using established techniques. 

A grid-search technique that leveraged a quadratic optical model was used to help reduce the uncertainty in the 
propagation distance, data offset and initial values of the dominant wavefront terms. Ultimately, the wavefront of the 
null lens was recovered and is in agreement with the predicted wavefront from an optical model by better than 1712 th of a 
wave. 
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clmata oesarving r-stem. In si .port of fre CL '.RREO nriisnn, NASA s Goddard Space Hlgft Canter (GSFC] has assigned and Suit an aft- 
erawnum *nag.ng spectrometer called fre "Saar Lunar fir Absolute Reflectance Imaging Spactrorarfrarreter* (SOLARIS). The SOLARIS 
htlfun. nt a a sosnee ctemcnstrabo- rai l fret ij be used to evaluate fra feasibility of atfri jvtng fre 0.3% raaomev c maasuema-t secure ass 
required 'or (ha CLARREO mission. 

Figure 1 T he CLARREO SOLARIS instrument. 


l he design of fre SOLARIS fnatrument is a frrsa-mrror telescope ( i MT) Imager n sar.as with an Oflner spectrometer. The Instrument has a 
10* field -of-vijw and opemtae r he wevetongfr band from 320 nm to 2.3 pm- Each epical eufoec wea manufactured by a tfamond-lwnlng 
proc -ae. meodng in a figure accuracy of C 06 wove* RMS ana a sur. aca finish of 20 A. The TMT uses two aiphenc surfaces— ine a hyperbe ow 
end he oher an 05 are inhered. 

Two inc 1 pane jt*. computer-generated hrtogrsrw (CO, is) ware used to measure he opucei figu > error of the fuo asptv. as affc / diamond 
tomlni A Hlrtdle sphere test and a miD-iera test were atao performer 1 eeroeachBckatotoaCGH tests. It la frnpor vrKorr.aazB that both fre LG: 
t ista end nuiHanstaat ~i assure a wavefront I hat Is a oomuoelteof the test-hardware', avafront and that of the ryatam indtr lest. It is critical that he 
CGHand thanul lens are aoxsataty ctoamctari/M rotate their contitoudon to the measured vavafnont can be remo sd. it Is he characterization of 
mentations with image-based phase n tnavte thrills the focus a( this paper. 

Image-based Phase Retrieval 

The phase rathe i pro: jcs uses oomputer tenutafiona of light traveling through fra optical system and arming at fre light detector (as 
(V scribed by a farwai d model), ana hi oomputer rtgo.i.-im del rmtaee the optical -avefmnt that Is me .1 cons Jf-nt wi.~ trees! cf Crversa Images 
mcoi.led by fra dateucr. Thera are two general categories of phase-rairavei elgoohms: In itaraOve-wnaform atgonhms tbased on the Mlse*- 
Gerc.herg-Saxun algo' nr). Ughlbsimiieted tor sing back and to h through the optate eysk.n — from fre eaa pupil of he aptca system to the 
fight d .rector and than jaekwmte fram ths elector to he axl pupil — repastecty until the algorithm ccrrv.rgjs. At each daatmaten (first at fre 
detactor, and then al fre wdt pup!). Ihe anpHtuu .* of he Igh: Held * replaced with data from optica! modota or measurements whla leaving fre phaso 
(he wavefront) untouched. In non-linear optimize ti m aigorllhme. only the forward propagation (from fre exit pqpll to hade actor) Is stoiutated. and 
then the images predicted by fre smnlatlnn ere compared to Ihe measured images ut,ng a scalar metric, of, .,1 baaed on a norm at 1 zed root mearv 
aquaied a rot between simuiatlon and meacuretr jnta. TIid scalar metric Is mlnlmlze.'l with renp- nt to he wavefront in fre exit pupil. Both algorithm 
approaches were applied tocuaiifying fre SOLARIS null lone. 

The forward model used in frjsphrram'- nevol study pmpegates fre etec-ic field usings two-stop prvwr Justratsd in Figure 2: 

• Lii* tie propagated a dstarcaz, from fre nutterv putol (having diameter D) to fre locafron In Imer .space of” estfoaa.'harsdafnedae 
where tnedetocus component of hu opftcta wavefront vanrenes. Thjsp'opagatonls upk rented uang fre -r,srelappT»notontotne 
l "teg. n (propagator) soiulions to fre Htamnoiu wave equation. 

Li^tt is fren propogBied V- 11 ’Peel focus* to by a tastance 6z to reach he re & Ml Diana of massui od dsta using hs angular spectrum 
(plane wave ) rapresentapon of fre field. From hers. Ihe light la again propagated using fre eng liar spectrum method by vanora 
distances. to fre kxtebora where fra detector was placu d to record images 

; .eertel 

Figure 2 • The kro-a'dp propagation tachniquH A Fresnel 
propagduon lakes lht> field in fre pupl of fre opdeot system to focal 
plane of Ihe system (dotted Ihe). From lh«r«. an anguSar epecirem 
method Is used to p-opatraiu the field about tin nominal focal plane 
to fre various measurement plane* (solid lines). FlreL a smal 
correcb u atac. 6z, e taken to pmpa( "to fre seel focus Held to fre 
nearest mr ssuremenf ptara. . ’’hen, fre fluid • . propagated to fre 
t sired mruisurement plane by sdslancaAj;. 

Challenges of Teslng The Null Lens 

II Is common to use at optical model (deaenurtg Ihe oebe*! system being tatfed) both to design fre phas> -ri fr. .ml test Itaelf and to prowete flmi 
esb mates for fre porar .tars needed In the forward model. Such an opBral model of fre phase-retnevii test of fre SOLARIS null lens was 
developed using Radar! Ze max's Zemax softwer .. The op cal moc .l atoned with the nominal design of fre frrae e ament mil lens, and fren as- 
fabricated surfaces were adc ud by incorporating Interferometric raaasixarri^ils of surface . vefronta Into fre model usin^ a Z_mik#-potynomlal fit 
to metrology data. 

The mod «l predicts lhat fre F.‘. al the d . lector is approxlmm -^y 7.3. In r. sling fre mil tone ala wavelength of 632.3 nm. udng a detector v, fr 
22 irmraquare pteata. fre sampling milo le Q * 2 00. The model further prsdlca fret the mil lens should have -7 23 wave iof 3rd order spherical 
otnTaton fro daminani aberration cr fre tans usod al Nscor\|ugate. The tart- amount of spherical rbemstton L 1 to fwc choilan-es n bndgvvg 
between fre optical T.ocsi end he measured data in onto to get goad eetntslae of parameters for phese -atncvw 

Fast fre opflcsl motel presets fret fra wavefront from fra null lens ia sanartu j Id the rtsl-nse at sen the fronsrtMton sphere End fret, on! of 
fre mil lens, a disfrnoe that could only be measured to -1 mm. Ths senart* •> mads It challenging to . 'edict • good ertenste of ths 3rJ order 
aphancal aberreloru 

Second (ti though coupled to the first point above), optical system, with Icrge spherical a Don odor have several distinct locations of ’beet 
facus*, including parade! best focus, zero dofocus pan ttoa and smallest RMS spot eu..- fiat are almoel cxincrdent in systems wTl more modest 
wavefront errors. It ishs<d to u?> fra optical modal to accurately c.- timte c fra propagation distance z needed In he forward modi, and this t* stone* 
doesn’t hav a ctasr "sig^aT so that il can be determined expo 1 mentally by monitoring Image chr.. acted cites In duVerent locabonsof the dL taclor 
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The Zemax optni mndnl • as also used to simulate the data vm k . peeled tomr.isurelnthata'oralorye9ipi-fr<ant.andhat exercise imoovared two 
other unantopat id issues hatfurth t "ompourto td Sw ■« rfy sic dlfflaiUc r 


FlrsL in* Iflro® amount of aphencal eoemalion leeda to raghdyTtamioren B 6 mages n*a- best focus (see Figure 3). Thetis, fre light irtansfr/ 
teas all away from he cc.V.ir o' fre PSF rapxfr- end fre rings of the PSF ura 2.5 Q'dare-cf Tesytaur'i more elm hon fre core. Sirca detector 
meaeurem jits are converted rtodattaUnfEyroadonfrewng a 12-bk i , 'pe for fra tteteery ,.sed In tv* he issue makes it malerx0"g 

to nsve freenti.knsge be unaaliaated and he ja good signai-tevnoise ratio (SN^.X 


Hgure 3 - Illustration of high frinainic range in a simulated PSF. On fre right Is e 
log-scale plot of a slice across fr» PSF. The rings of (he PSF ere 2.5 •.,'dere-cf- 


magnitud ) iMsintense lhan the peak. 



Sei raid, frisatr juntof sphon. til aperratton atanleeds to hlth-f 'ynamfc-nnga faaluree fr fre MTFeaf the imegee Rt'iill fret MTFs of images 
farmed from ha'dodgr-J pupis show a sharp rui afl at a maximum spatial frequency and ettmaAng this cut-ofMn me uured images Is a pr rerlLit 
tool n refin ng knowedge of fre opdcai system’s FAI (end frus fre sampfrng ratio Q) at he deaotior. The 2erun mocfels predcis fral tnaee h-gv 
spheresf-abetim won Images look rt-J hey nave a on-off at ona frequency (see F gura 4(a)) bulwhen ushg a larger anoun: of togar tome strateto-g 
It becomes ctear that fre true cut-off appears of nitfier spate, frequendee (seu F^ure 4(b)). Oir t Thoem w. u Vial inis tree cut-of would be hard to 


ttecem in measured data, even wito goad tmage SN.T and Ihutthe use of fra MTMd estmate fra F, .quid 1 s lees effective than il is in lower- 


aberration systems. 


Figurei IHuGlrattonoffrehlgh-dynamicnuig^.infreMTFatsImLfHladtlau. In 
(n), an miinJ stretching of the MTF mosl j fro faint ixilar nng frails se>..ti In (h> 
irfter furfror stretrhfrp, hiding tha bue cutoff frequency of the optica) system. 
For real, noisy data, the outer ring may be hluJen In nol6e. making estimation of 
fre sampling Q and syslTmF’ ; difficult 



Data Collection 


Figitoi 6 anaxis the optca. 1 design of how fre ^v.ti^rafreva data was oolected b test fre no# Ijx» . An interferoronter load wtfr an F. t.fl 
tneumisston r. -tiers pro ides a oonirargtog basn to fre rail tana. A iflacton from a buried surface to the null lane was ujad to halp sign fre mil 
lone to fre interferometer by minimizing fra number of fringes at viewed by fre Interferometer. The do lector is awapt along fre opSrtil axis to S-mrn 
incremimta. oijra r? *ge thalapproximetfll sporm Ihe dntanoe between paraxial beat faous snd mardnal baui tocus. Figure 6 shows a photo of 
ihe actual setup. 




Figure 6 - Photo of Itw laet eetup. The transmission 
sphere (a) provldrs a convargsig spherical boom to 
fre null lens being tested (b). A fain, Wratten ND filler 
(c) Is uaed to reduce toe Intensity .fthebaam before it 
^detected by frecamsra(d). 


Results 

Figure 7 shows fre measured vd retrieved paint-xpraed (unctions, along Uifr toe narmafizBd-mun-equarnd error between them. Fipne B snow* 
tm estimated wa -iron: of fra system Ftgpra a *hoa« toe wavefranl predicted by the Zemax model, and toe residual error b r "ween preLicjed and 










